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CALIBRATION OF A UNIVERSAL INDICATED
TURBULENCE SYSTEM
William G. Chapin
Langley Research Center
SUMMARY
Theoretical and experimental work on a Universal Indicated Turbulence Meter
is described. A mathematical transfer function from turbulence input to J/3
output indication was developed. A random ergo4ic process and a Gaussian
turbulence distribution were assumed. A calibration technique based on
this transfer function was developed. In order to properly adjust the system
gain, it was necessary to experimentally determine the transfer function of
the filter in the computer part of the system.
The computer contains a variable gain amplifier to make the system output
independent of average velocity. The range over which this independence
holds was determined. An optimum dynamic response was obtained for the
tubulation between the system pitot tube and pressure transducer by making
dynamic response measurements for orifices of various lengths and diameters
at the source end.
Although no attempt was made to check all specifications, the tests performed
showed that the Universal Indicated Turbulence Meter should perform
satisfactorily.
INTRODUCTION
This report describes the calibration and performance tests made on a
Universal Indicated Turbulence System (UITS), model 1120, manufactured by
Meteorology Research, Inc. Since no detailed information could be found
either in the instruction manual (ref. 1) or elsewhere in the literature, a
report on the work done would be a useful guide in calibrating and testing
future systems.
The UITS is used by Langley Research Center's Flight Dynamics and Control
engineers to measure atmospheric turbulence intensity in the inertial sub-
range as part of an airplane ride quality program. The inertial subrange of
the turbulence extends from less than 1 Hz to about 1 kHz. It has been
found that all sensations of turbulence experienced by aircraft passengers
are due to transverse frequencies within the inertial subrange (ref. 2).
+	 No mathematical expression describing the transfer function of the system
from turbulence input to final output could be found in the literature;
__
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therefore, the theoretical transfer function was derived assuming a
Gaussian amplitude distribution and an ergodic process.
SYMBOLS
A(f) frequency response characteristic of a general linear system
B(f) frequency response characteristic of computer filter
B(fc ) frequency response of filter at the calibration frequency
c computer system constant equal to cvcfcrcd, where the
individual constants are as shown in figure 3
c2 universal dimensionless constant equal to about 0.15 (ref. 2)
D output indicator deflection - e l/3 units
f frequency - Hz
fc calibration frequency - Hz
fh frequency definitely within inertial subrange above which the
power spectral density of the filtered signal is negligible - Hz
fR frequency definitely within inertial subrange below which the
power spectral density amplitudes of the filtered signal are
negligible - Hz
G(f) single sided power spectral density of a transverse component
of turbulence in the inertial subrange
h(t) time domain impulse response of the RC averaging circuit
H(S) S domain transfer function of the RC averaging circuit
fh
Il ( B(f) I 2 f-5/3  df
f 
fh
f	 2	
-5/3
I2 ( BB(fc)^	 f	 df
fR
.
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K
P(t)
Pd(t)
Po
t
T
U(t)
ud(t)
uo
U(f)
U1(f)
U2(f)
U3(f)
Usr(f)
v 
vcpp
vc rms
V3cpp
vi (t)
vid(t )
system gain constant with meaning as implied in usage
total differential pressure due to u(t) - F/L2
dynamic component of differential pressure - F/L2
static component of differential pressure - F/L2
time
averaging time
instantaneous total longitudinal velocity relative to a moving
sensor - L/T
dynamic component of the above velocity - L/T
average component of u(t) - L/T
single sided power spectral density of ud(t)
low frequency portion of U(f) which has negligible amplitude
at the output of the UITS filter. This includes a component
due to inertial subrange turbulence and also deterministic
components such as inputs from the pilot or autopilot.
that part of the single sided power spectral density definitely
within the inertial subrange
that part of the single sided power spectral density containing
those upper frequencies which when filtered out have negligible
amplitudes. Some of these frequencies may be in the inertial.
subrange.
single sided power spectral density of the inertial subrange
of U(f). This includes all of U2(f) and parts of Ul(f)
and U3(f).
input ac calibration voltage
peak-to-peak input calibration voltage
rms ac input calibration voltage
peak-to-peak calibration voltage at the output of the filter
instantaneous voltage output at various stages of the UITS
computer; i = 1, 2, 3, 4, 5
ac voltage outputs at various stages of the UITS computer
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M-
vio	 do voltage components
vloc
	
calibration do bias voltage
vo
	do output voltage of computer unit
X2
	mean square value of the dynamic comment of an ergodic
signal, xd (t), where xd : ud , vid
X(f)	 corresponding power spectral density of xd(t)
e	 rate at which turbulent energy is converted into heat- L2/T3
8(f)	 power spectral density of the output of a general linear system
P	 density FT2JL4
Po	 density for which the system is'calibrated
0(f)	 power spectral density of the input of a general linear
system
Subscript "fs" denotes full scale value of a variable. Capital letters
denote the power spectral density associated with the dynamic component
of a time domain variable, the system frequency response function, or the
S domain function.
DESCRIPTION OF SYSTEM
A block diagram of the system is shown in figure 1 (ref. 1). It consists
of a pitot tube, pressure transducer, a computer unit, and an output meter.
The computer unit contains a variable gain amplifier, a constant gain ac
amplifier, a filter, a half wave rectifier, an RC averaging circuit having
a 3-second time constant, and a constant gain de amplifier. The system,
except for the pitot tube, is shown in .figure 2.
The signal path is shown in figure 3. The pitot tube senses the differential
pressure produced by the air velocity. The velocity signal consists of both
steady state and turbulence components. As will be shown in the theoretical
development, the system output, D, is made independent of the static velocit,
uo, by making the gain of the variable gain amplifier proportional to vlo-2/^.
The half wave rectifier and RC circuit averages the random signal output
from the filter. The output of the computer unit is transmitted to the output
indicator which is a de voltmeter calibrated n c l 3 units. Full scale on
the indicator corresponds to 5 Yde and an el/3 of1 0 em2 3 sec-l.
As will be shown in the theoretical development, the exact shape of the
filter frequency response characteristic is unimportant, but greatest
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system gain is obtained with the pass band of the filter at the lowest
frequencies; however, a design compromise is necessary, since there is a
need to eliminate very low frequencies outside the inertial subrange and
1 to 2 Hz inputs from the pilot or autopilot ( ref. 3).
THEORY
Background Information
Kolmogoroff, in 1941, reasoned that there would be a portion of the turbu-
lence spectrum that could be represented by one number, e, the rate at
which energy is converted into heat. This portion of the spectrum is
called the inertial subrange (ref. 2). In the inertial subrange,
Usr(f) = V G(f) = c2uo2/3 E2/3 r5/3
	
(1)
It is uncertain as to what are the upper and lower limits of the inertial
subrange. They are dependent on average velocity. Empirical data suggests,
for example, that for a 45 m/sec (100 mph) airspeed, the inertial subrange
extends from about 0.15 Hz to about 1 kHz (ref. 2). Due to the electronic
filter in the UITS, exact knowledge of these limits is not necessary.
Development of UITS Transfer Function
The power spectral density of all the turbulence components can be written
as U(f). U(f) can be written as
U(f) = U1 (f) + U2 (f) + U3 (f)
	
(2)
In equation (2) and in the rest of the mathematical development, it is
assumed that zero frequency components due to mean values are not included
in the power spectral density expressions.
U2(f) is assumed to be ergodic. That is, for any one burst of turbulence,
the turbulence intensity is theoreticall, after transient effects have
died out, a constant proportional to c l/i after a long (theoretically
infinite) averaging time. Then,
	
fR	 	 Co
'	 U(f) df	 U1(f)df +U2(f)df + l U 3(f)df.	 (3)
	
fo+ f+ 	 ^/ o	 fR	 fh
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The 'b+" denotes the fact that the power spectral density component due to
uo is not included. Hereafter, it will be assumed that a zero integration
limit does not include a mean value, and the + symbol will not be used.
P(t) = 
2 P u2 (t)	 (4a)
and
dp=pudu
For small ud(t)/uo , dp I pd (t); du IM ud(t); and u = uo.
Therefore
Pd ( t ) = P uo ud ( t )	 (4b)
In genera'.. (ref. 4), 8(f) = JA(f)1 2 gf)
If IA{f)I = K, a constant, then e(f) = K2 CO.
Therefore,
P(f) = P2 UO
2 U(f)	 (4c)
Similarly, as seen from figure 3,
V1 (f) = cp2
 P(f)	 (5a)
V2 (f)	
cv2 vlo 
4/3 
V1 (f)(5b)
V3(f)	 C f 2 'B(f)l 2 V2 (f)
	 (5c)
From equations (4c), (5a), (5b), and (5c), there is obtained
V3 (f) = Cp2 c V 
2 
c f 2 Vlo 
4/3 P2 uo2 IB(f)1 2
 U(f)
6
177
W -=
and
m	 ^
	
V3 (f)df • cp2 cv2 ei2 vlo 4/ 3 p2 02	 JB(f)! 2 U ( f)df-	 (6a)J	 fO	 O
Since JB(f)1 2 Ul (f) and JB(f)1 2
 U3(f) are assumed negligible, equation (6a)
to a close approximation can be written as
CD	 fh
J V
3 (f) df = cp2
 c v 2 c f 2 vlo 
4/3 p2 uo2 l JB(f)I 2 U2 (f)df	 (6b)
Jo	 ft
Since in the frequency range covered by U2(f), U 2 (f) = Usr(f), equation (1)
can be substituted into equation (6b) with the result that
f
m
V3(f)df = cp2 c v 2 c f 2 °2 vlo 4/3 P2 uo8/3
e
fh
xIB(f)I2 r513 df E2/3	 (6c)
fi
For an ergodic process (ref. 4),
T
22x	 lim i	 x2(t)dt	 X(f)df=0.0
.^	 f0
Therefore
4
v3d2 =	 V3(f)df	 (7)f0
Since v3d (t) = v3 (t), the "d" subscript will no longer be used.
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From equations (7) and (6c),
2	 2	 2	 2	 —4/3	 2	 8/3	 2/3
v3
	ep	cv	of	c2 vlo	 p	 uo	Ile (8)
-_	 The symbol Il has been used in place of the integral expression.
Next, the output of the system will be determined in terms of v32 . If
the assumption is made that ud(t) is Gaussian, it can be shown that v3(t)
is Gaussian (ref. 4).	 For a zero mean value,
v32
v2	 xp22	 (io__
v3	 1	 1/2	 dv3a 2n(	 )
When this integral is evaluated, it is found to equal 02 (ref. 4).
Therefore,
v32 = "2 (9)
The average value of the output of the half wave rectifier is
v	 exp (-v `1202)3	 3_-
v4 = cr	
0(27r)1/2	 dv30
The lower limit is due to the rectification action.
By making the substitution y = v32 , the integral can be evaluated wit': the
result that
_	 c 0
_	 r
v4	 tX01/2 (10)
.	 s
From equations (9) and (10)
8
_ cr ;v3_ 
v4	 (2w)1 2
An analysis will now be made of the averaging action of the RC circuit for
an ergodic signal input. The equivalent circuit of the UITS RC circuit is
shown in figure 4. The output, v5(t % does not appear in figure 3, since
the RC circuit and do amplifier are shown as one block. The loading effect
of the do amplifier is assumed to be negligible.
By the convolution theorem (ref. 4),
t
v5 (t) = f v4	(t - T) h(T) dT	 (12)
0
First, h(T) needs to be determined. By straightforward circuit analysis
methods, H(S) is found to be
H(S)	 1/RC
	
(13a)
{S + RC)
However,
h(T) - Cl {H(S))
(11)
or
exp ( RC )h(T) -
	 RC
Therefore, from equations (12) and (13b)
t
V
5 (t) RC f exp ( RC) v4 (t - t) dt
0
The average value of v 5 (t), 75 , is defined for an ergodic process to be
(13b)
(14)
9
-	 T
v = lim 1 l v (t)dt
	 (15)
5	 5T-►» T o 
If equations (14) and (15) are combined, then
	
T	 t
v5 s 
T^ ji RC eXp ( RC) v4 (t .• t ) dtdt
	0 	 0
If the order of integration is reversed, and the limits of integration are
appropriately changed, then
	
T	 T
v5 = lim 1
fT—
lim 
1- 4
xp (RC 4T ) v (t - t) dtdt	 (16)
T-►• RC  
o 
For an ergodic process
T
llim TfV4(t - T) dt = v4	 (17)
T
where v4 is independent of t for very large T. Consequently, from
equations (16) and (17),
_ T
v = lim v4 f exp (• 2t ) dt
	
5 T-o- RC	 RC0
If the above integration and limit operations are carried out, v5 is
found to be
v4
v5 = 2
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The conclusion is that for an ergodic process, the average value of the
output voltage of the RC circuit is directly proportional to the average
value of the input voltage.
Based on this conclusion,
v  = c  4	 (18)
As seen in figure 3, the constant, c d , takes into account both the RC
averaging circuit and the do amplifier. By combining equations (8), (11),
and (18),
vo s (2n)-1/2 cp c c21/2 P v10 
2/3 11o4 /3 11112 e1/3	 (l:i
where c is as defined in the list of symbols.
Next, Pquation (19) will be modified to show that with the gain of the
yariaL,'- gain amplifier equal to vlo-2/3 , vo is independent of uo. From
figr „ 1 for small ud(t)/uo,
v10 = cp p 
12
=2,.ppu0
Therefore,
ylo 2/3 = c -2/3 22/3 P-2/3 u 	 (20)
p	 o
If equation (20) is substituted into equation (19), there results
v = 21/6 R-1/2 c c 1/3 c 112 p1 /3 1 112 el/3	 (21,
o	 p	 2	 1
From figure 3,
cm v 	 (22a)
Actually, D is a scale deflection. If the scale of D is thought of as
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being -I n el/3 units, then
a
C fs 
1J3
c
m	 v
ofs	 -
and
£ 113
D n vs
	 v 
	 (22b)
0 s
If equation (22b) is combined with equation (21), there results
l/3
D n 21/6 -1/2 1-1 fs	 c c	 c	 p1/3 1/2 1/3 1 1/2 l/3
vofs	 p	 2	 1	
e	 (23)
Equation (21) is the basic relationship between the computer output and
el/3, an index of turbulence intensity in the inertial subrange. Equation (23)
is the basic relationship between the output indicator def] ,.ction and e1/3,
Equations (21) and (23) show that the system gain depena6 on I ll/2 and not
on the exact frequency response characteristic of the filter. However,
f
since Il equalsIB(f)I 2f 1/3df, it is desirable to pass as much of the low
ft
frequency portion of the inertial subrange spectrum as is possible.
Equations will now be developed which form the basis for the technique used
to calibrate the UITS computer. A method is desired for adjusting the
constant, c, so that the full-scale output indication, D fs, corresponds to
a desired efsl / 3. As seen from equation (23) the output depends on the
density, p, and the sensitivity of the pressure transducer, cp. Different
desired operating conditions may require different transducer span
adjustments. Essentially, the calibration technique is as follows: As
shown in figure 5, a do bias voltage, vloc, is applied to the input of the
computer to simulate the do voltage from the pressure transducer. A
sinusoidal voltage at a frequency, fc , is applied in series with the bias
voltage.
The peak-to-peak voltage, v 3epp, at the output of the filter due to the
	
input voltage, vcpp , is	 -
12
v3cpp = cv
 cf JB(fc)I loc 
-213 vcpp (24)
With half wave rectification and RC filtering, the do output, vo, of the
system is
v
o	
cr 
c  2 (25a)
From equations (22b) and (25a)
1/3
La cr cd	 sfsD
)-	
2a	
v v
3cppofs (25b)
If equation (24) is substituted into equation (25b), there results
+	 1/3
n	 t efs	 cD 2R
`(	 -2/3I B(fc ) !
 vloc	 vcpp
(25c)
ofs1
If vc
	is adjusted so that full scale output indication is obtained,
equat?9n (25c) can be equated to equation (23) with D and el/3 equal to
their full scale values. 	 The resulting equation can then be solved for
vcpp with the result that
= 27/6	 /2	 1/3	 1/2	 2/3v	 w1 c	p1 3 vc
epp	 p	 2	 loc
fh
	1/2
x
I$ f	 2f-5/3 df
1B fc
Efs1/3 (26a)
fi
Equation (26a) can be expressed in an alternative manner since,
C
	
_ vlofs (26b)
'	
p	
pofs
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14
vcpp = 27j6 R
1/2 ( Vlofs )
ll
3 c21/2 p1/3 
vioc2/3 
121/2 efs1/3	 (26c)
ofs
From equations (26a) or (26c), then, the sinusoidal input voltage corresponding
to efsl/3 can be computed. The gain constant, c, is adjusted such that full
scale output indicator deflection is obtained, or, for greater accuracy,
such that the full-scale output voltage of the computer as measured with a
precision do voltmeter is obtained.
Next, the effect of atmospheric density, p, on the output indication will
be shown. Suppose the tests were run at the same density as that at which
Vcpp was computed. Then from a modification of equation (21) with vo =
vofs and el/3 = efsl/3
1J3
e fs	 =C21/6 n-1/2 ccp1/3 c21/2 pl/3 111/2 -1	 (27)
vofs
If equation (27) is substituted into equation (23), there results
D n el/3	 (28)
which is to be expected.
Suppose, however, that the system was adjusted on the basis of a calibration
voltage calculated at a density of po but measurements are actually made
at a density of p. If equation (27) with p = p o , this time, is substituted
into equation (21), there results:
1/3
D n (o e)
or
Po
1/3
Cl/3 n l 
	
D
P `
	 1/3
PThat is the apparent cl/3 output, D, is multiplied by (—o)
true E173.	 p
(29a)
(29b)
to get the
TESTS
'Mis section describes tests that were performed on the UITS. Although
specifications were given in the instruction manual, no attempt has been
made to check all specifications.
Figure 6 show,3 the experimental setup used for the tests on the computer,
Dc power supply no. 1 furnished 28 Vdc power for the computer. Dc power
supply no. 2 LN=nished a do voltage bias to simulate the de component of
the output of the pressure transducer. The sinusoidal generator provided
a sinusoidal signal needed for various tests. The de voltmeter measured
the output voltage of the system. The ac-dc voltmeter at the system input
does not accurately measure ac voltages in the low millivolts range.
Therefore, the signal was measured at a higher voltage level, and the voltage
divider was used to apply a known portion of the measured signal to the
input of the computer. The series combination of the bias voltage and the
attenuated sinusoidal voltage was applied where the signal from the
pressure transducer is normally applied.
-_-
	
	 The details are given in the instruction manual for adjusting the computer
gain constant. A formula is given in the instruction manual for calculating
the sinusoidal signal to be used in adjusting the gain of the computer.
It is: v	 =	 64	 , where v	 is in mvpp and p
	
is in psid. The
cPP (P )1^	 cPP	 ofsofs
frequency of the sinusoidal signal is 12 Hz and the do bias voltage is
2.5 Vdc. The 1164" should be considered a nominal value. One of the
purposes of the tests, of course, was to determine a more exact formula
for the particular UITS being used.
Prior to the first test, the UITS computer was adjusted for a full scale
output of 5 Vdc for a full scale pressure-of 4.8 x 103 N/m2 (0 . 7 psid).
At 150 (590F) and atmospheric pressure, this corresponds to an air speed
of 89 m/sec (199 mph). vcpp was found to be 72.1 mVpp or vc rms = 25.5 mVrms.
The pressure transducer had been previously calibrated and found to be
linear.
A description follows of the tests performed.
Determination of I2
As seen in equations (26a) or (26c), the value of this integral needs to
be known in order to determine the desired sinusoidal calibration voltage.
The system output voltage was measured over the range from 1 Hz to 60 Hz
with the input voltage at approximately 25.5 mVrms. As previously stated,
this was the voltage that resulted in a full scale output of 5 Vdc at 12 Hz
input frequency, which is f c . The exact value of the input voltage was
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recorded at each data point and used in the subsequent calculations. A
small residual do output voltage at zero input was subtracted from the
measured do output voltage. The resulting value of the output voltage
shown differs from the ac output at the filter by a constant, which cancels
2
out in calculating In r ' . Outside of the above frequency limits, no
system output could be detected.
Next,
6o
I Bf ( 2 0513 Af was determined. From 1 to 5 Hz, Af was 1 Hz.f=1	 c
From 5 to 20 Hz, Af was 0.5 Hz. From 20 Hz to 50 Hz, it was 1 Hz, and from
50 to 60 Hz, it was 2 Hz.
FDCD researchers decided to readjust the full scale voltage output of the
pressure transducer so that it occurred at a pressure of 2.4 x 103 N/m2
(0.35 psid). This enabled the UITS to be used at a lower air speed. The
pressure transducer was recalibrated and found to be linear. The gain of
the UITS computer was correspondingly readjusted to make the full scale
output voltage 5 Vdc. Vcpp was found to be 90.8 mVpp or 32.1 mVrms.
The approximation to the integral was then determined for these conditions.
It was also determined for output voltages at 12 Hz input of 4 V, 3 V, 2 V,
and 1 V de. For the 2 V case, the value of the summation was 0.230 Hz-2/3.
For all other cases, it was 0.229 Hz-2/3.
Figure 7 shows the filter characteristic obtained for 5 Vdc full scale
output at 12 Hz. There was no detectable difference in the characteristics
obtained at other output voltages.
The calculation to establish the more exact formula for computing the
calibration voltage follows. The density, p, is that at the standard
temperature of 150C (590F)
	
27/6 
7T
1/2 
v
__	
1/3 c 1/2 p1/3 v 2/3 11/2 e 1/3lofs	 2	 loc	 2	 fs
veep	 1/3
pofs
vcpp is in Vpp. The result is to be stated in terms of K /(pofs)1 /3 with
pofs in psid.
vlofs = 5 Vdc
C2	= 0.15
vloc	 = 2.5 Vdc
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p	 * 1.23 kg/m 3 (1.147 x 10-7 lb-sect/in4) (ref. 5)
I	 = 0.229 Hz-2/3
efsl/3 " 10 amt/3/sec (5.37 in2/3/sec)
For the values listed, vcpp was found to be
v  	 0.0606	 V s 6o.6 MVPP
 1/3	 PP	 1/3 ^
pofs	 Pofs
Linearity Tests on the Computer
Amplitude linearity tests were made on the computer for bias voltages of
0.1, 0.6, 1.2, 2.5, and 5 Vdc. Results are shown in figures 8, 9, 10, 11,
and 12.
Variable Gain Amplifier Tests
The UITS is usable only where vzzo is such that the gain of the variable
gain amplifier varies as the -2l3 power. From equations (24) and (25a),
with the input voltage expressed as rms rather than pp, the output voltage
of the computer can be expressed as:
v0
 = Kvloc-2/3 vcrms
or
2/3
vcrms _ vloc
v	 K
0
The bias voltage,vloc, was varied and vcrms was adjusted until vo was
about 5 Vdc. It was difficult to get v to exactly equal 5 Vdc, so the
ratio vcrms/vo was plotted against v, c9/3 . This is shown in figure 13.
It is to be noted that the desired gain is proportional to the inverse
Of vloc2j3• The voltage, vloc, simulated the output of the pressure
transducer.
The UITS is usable where vlo is such that the curve is linear. This
corresponds to vlo 2/3 = 1.0 Vdc2/3 or vlo = 1.0 Vdc. For a pofs of 2.4 x
103 N/m2 (0.35 psid) at a vlofs of 5 Vdc, atmospheric pressure and 150C
(590F), this corresponds to a uo of 28 m/sec (63 mph).
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--	 For accurate measurements, it is necessary for the dynamic response of the
-	 i tubing between the pitot tube and the r, ressure transducer to be as flat as
possible. For a given tubing configuration, the response can be controlled
to some extent by varying the diameter and length of an orifice placed at
the source end of the tube.
A mock-up was made of the tubing configuration actually used on the
airplane on which the UITS is to be used. This is shown in figure 14. A
Bolt, Beranek, and Newman Model 901 D microphone calibrator was used as
the source of dynamic pressure. A Pace CP-5 1DT 6.9 x 102 N/m2 (0.1 paid)
pressure transducer was used as a reference transducer to measure pressure
at the source end. Because of the physical size of the reference transducer
and details of the calibrator not illustrated in figure 14, the source end
of the tubing and the reference transducer could not be mounted flush with
the dynamic pressure source. Dynamic response measurements were made for
several different orifices. The results are shown in figure 15. The
orifice number corresponds to the size of the drill used to drill the hole.
No. 67 orifice (0.081 cm D, 1.27 cm L) is flat over the frequency range of
most importance. It was decided to use this orifice for the next tests to
be made with the UITS. The dynamic vressures applied at the source end
variedin a §iven run with frequency and were between approximately 48.2
and 68.9 N/m ms (7 x 10- 3 aria to x 10-3 psi rms).
Previous to the tests, the dynamic response of the tubulation between the
"T" and the reference transducer was calculated using equations (6.89)
and (6.90) on page 401 of reference 6. These equations are based on a
second order constant coefficient differential equation model. The damping
coefficient was found to be 0.02 and the natural frequency about 750 Hz.
Therefore, the response can be considered essentially flat from 0 to 60 Hz.
CONCLUDING REMARKS
A mathematical transfer function from turbulence input to e l/3 output
indicator was derived for a Universal Indicated Turbulence System. From
this, a calibration procedure was developed. Calibration and performance
tests were made on a particular Universal Indicated Turbulence System,
Model 1120, manufactured by Meteorology Research, Incorporated. The cali-
bration procedure essentially consisted of inserting a 12 Hz sinusoidal
signal at the input of the system computer and adjusting the computer gain
for full scale el/J output. In order to calculate the proper magnitude
of this sinusoidal voltage, it was necessary to determine experimentally
the transfer function of the computer filter. Within the operating range
of the system, this transfer function was found to be amplitude invariant.
Linearity tests on the computer at frequencies of 6, 12, and 20 Hz showed
the computer characteristic to be linear.
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Tests on the computer variable gain amplifier showed that the gain varied
as the -2/3 power for de input voltages above 1.0 Vdc. This -2/3 power
variation is necessary for the proper operation of the system. At a
density corresponding to 1500 (590P), atmospheric pressure, and aft l
scale pressure transducer output voltage of 5 Vdc at 2.4 x 103 N/m2
(0.35 paid), the system is usable at a minimum airspeed of 28 m/see
(63 mph).
Tests were made to obtain the optix a ►
 dynamic response for the pressure
tubing between the pitot tube and the pressure transducer. The response
could be controlled to some extent by varying the diameter and length of
an orifice placed at the source end of the tube. It was found that a N6T
orifice (0.081 cm diameter, 1.27 cm length) gave the optimum response.
In conclusion, although no attempt was made to check all specifications,
the tests that were performed shorted that the instrument should perform
satisfactorily.
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